Measurement validity of an electronic inspiratory loading device during a loaded breathing task in patients with COPD by Langer, Daniel et al.
Respiratory Medicine (2013) 107, 633e635Available online at www.sciencedirect.com
journal homepage: www.elsevier .com/locate/rmedSHORT COMMUNICATIONMeasurement validity of an electronic
inspiratory loading device during a loaded
breathing task in patients with COPDD. Langer a,b, C. Jacome c, N. Charususin a,b, H. Scheers d,
A. McConnell e, M. Decramer a, R. Gosselink a,b,*aRespiratory Rehabilitation and Respiratory Division, UZ Gasthuisberg, Leuven, Belgium
b Faculty of Kinesiology and Rehabilitation Sciences, KU Leuven, Leuven, Belgium
cDepartment of Physiotherapy, Universidade de Aveiro, Aveiro, Portugal
d Experimental Toxicology Unit, KU Leuven, Leuven, Belgium
eCentre for Sports Medicine & Human Performance, Brunel University, London, United KingdomReceived 20 December 2012; accepted 31 January 2013





Validity* Corresponding author. KU Leuven,
E-mail address: rik.gosselink@fabe
0954-6111/$ - see front matter ª 201
http://dx.doi.org/10.1016/j.rmed.201Summary
We studied the validity of a recently introduced, handheld, electronic loading device in provid-
ing automatically processed information on external inspiratory work, power and breathing
pattern during loaded breathing tasks in patients with COPD. Thirty-five patients with moder-
ate to severe COPD performed an endurance breathing task against a fixed resistive inspiratory
load that corresponded to 55  13% of their maximal inspiratory pressure. Flow and pressure
signals during this task were sampled and processed at 500 Hz by the handheld loading device
and at 100 Hz with an external, laboratory system that provided the “gold standard” reference
data. Intra Class Correlations between methods were 0.97 for average mean inspiratory power,
0.98 for average mean pressure, 0.98 for average duty cycle, and 0.99 for total work
(all p < 0.0001). We conclude that the handheld device provides automatically processed
and valid estimates of physical units of energy during loaded breathing tasks. This enables
health care providers to quantify the load on inspiratory muscles during these tests in daily
clinical practice.
ª 2013 Elsevier Ltd. All rights reserved.Tervuursevest 101, 3001 Leuven, Belgium. Tel.: þ32 16329000; fax: þ32 16329196.
r.kuleuven.be (R. Gosselink).

































































Figure 1 Agreement between estimates of total external
work performed by the inspiratory muscles during the loaded
breathing task as assessed by the two methods. LoAZ Limit of
Agreement.
634 D. Langer et al.Introduction
Assessment of the physical challenge undertaken by the
inspiratory muscles during loaded breathing tasks has tradi-
tionally utilized the average pressure and duration of
inspiratory cycles, the so called pressure time index.1e3
However, external work and power are more representa-
tive of the magnitude of the physical task undertaken by the
inspiratory muscles. Measuring these physical quantities
usually requires labor intensive processing of continuous
pressure, flow, and volume signals obtained by external,
laboratory measurement equipment.4,5 We studied the val-
idity of a recently introduced, handheld, electronic loading
device in providing automatically processed information on
external inspiratory work, power and breathing pattern
during loaded breathing tasks in patients with COPD.
Methods
Thirty-five patients with moderate to severe COPD per-
formed an endurance breathing task against a fixed resistive
inspiratory load corresponding with 55  13% of their max-
imal inspiratory pressure (PowerBreathe KH1, HaB Interna-
tional Ltd, UK). More information on general characteristics
of patients is provided in the online data supplement Table
S1. Patients were seated, wore a nose-clip and received
standardized instructions and encouragement to facilitate
maximal performance during the test. They were instructed
to continue breathing until task failure. Subjects could
choose their own breathing frequency but were instructed to
perform forceful and deep inspirations followed by complete
expirations. Complete expiration was indicated by an
acoustic signal provided by the handheld loading device
upon cessation of flow at the completion of expiration. Flow
and pressure signals were sampled and processed at 500 Hz
by the handheld loading device (POWERbreathe KH1, HaB
International Ltd, UK), and at 100 Hzwith a Jaeger Masterlab
pneumotachograph (Erich Jaeger GmbH, Wu¨rzburg, Ger-
many), interfaced externally. Volume calibration of the
external, laboratory system was performed prior to the test
against the selected resistance for the endurance task to
ensure valid flow and volume measurements. Signals from
the pneumotachograph were captured by PC using J-Lab
software version 5.22.1.50 (Cardinal Health GmbH, Hoech-
berg, Germany) and then processed using a statistical soft-









18.5  6.3 19.3  6.8 0.61
Avg. Ti/Ttot
(duty cycle), %
29.1  9.4 27.4  9.4 0.48
Avg. mean power per
breath, Watt
2.23  1.21 2.25  1.26 0.93
Total external
inspiratory work, J
189  190 169  167 0.65External inspiratory work was calculated by integrating
products of pressure and volume over all inspiratory cycles.
Average mean Inspiratory power was calculated by inte-
grating products of pressure and flow over all inspiratory
cycles. The external, laboratory system provided the “gold
standard” reference data. Data from the handheld device
were processed internally in real time andwere immediately
available for readout upon completion of the test. Test av-
erages of duty cycle (Ti/Ttot), mean inspiratory pressure,
and mean inspiratory power were provided along with
a calculation of total external inspiratory work. Intra Class
Correlations and Bland Altman plots were used to determine
the agreement between the two measurement methods.
Average values of the external, laboratory equipment and
the handheld device were compared with paired t-tests.
Statistical analyses were performed with SPSS software
(version 19.0; SPSS Inc, Chicago, IL).
Results
Characteristics of the endurance breathing task as assessed
by the external, laboratory system are presented in
Table S2 in the online data supplement. Comparisons of
average values (mean  SD) as obtained by the two meas-
urement methods are presented in Table 1.
Intra Class Correlations between methods were 0.97 for
average mean inspiratory power, 0.98 for average mean
pressure, 0.98 for average duty cycle, and 0.99 for total work
(all p < 0.0001). Agreement between methods is presented
in Fig. 1 for total work (average bias: 10 J; 95%LoA: 43 to
22 J) and in Fig. S1e3 in the online data supplement for
average mean inspiratory power (average bias: 0.07 W; 95%
LoA:0.61 to 0.76W), averagemean pressure (average bias:
0.78 cmH2O; 95%LoA: 1.79 to 3.35 cmH2O) and average
duty cycle (average bias: 1.64%; 95%LoA: 5.62 to 2.34%).
Conclusions
Strong agreement was found between measurements of the
handheld loading device and data obtained by the external,
laboratory measurement equipment. The handheld device
provides automatically processed and valid estimates of
physical units of energy which are essential to quantify the
load on inspiratory muscles during resistive breathing tasks.
Measurement validity of an inspiratory loading device 635This enables health care providers to quantify the load on
inspiratory muscles during these tests in daily clinical
practice.
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